Reducing the risk of burns during electroconvulsive therapy.
Poor contact between electroconvulsive therapy (ECT) electrodes and the skin can result in patient burns during ECT treatment. Proper site preparation and electrode application are essential to ensure adequate contact and to reduce the risk of burns.